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Steam autociave at 132° C Tor 19-£U minutes, Tollowea Dy a arying cycie or o minutes.

If a prevacuumed cycle is used, steam autoclave for 5 minutes, followed by a drying

cycle of 8 minutes.
No further oiling is required.

DO NOT IMMERSE HANDPIECE IN DISINFECTANT SOLUTIONS.
Stay away from ultrasonic cleaners (immersion cleaner).
DRY HEAT and CHEMICLAVING are NOT RECOMMENDED. If the handpiece is
autoclaved without proper cleaning and oiling, severe damage may occur.

DO NOT AUTOCLAVE MICROMOTORS AND CORDS. Only AMC or LAMC removable
motor casings are autoclavable. Handpiece / Micromotor / Cord may be gas-sterilized.

For servicing, send handpiece assembly including the cord to:
OSADA, INC.

3000 So. Robertson Blvd., Suite 130
Los Angeles, CA 90034
(800) 426-7232; FAX (310) 841-2221



